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Indian Standard 

RECOMMENDED PRACTICE FOR 
WET MAGNETIC PRATICLE EXAMINATION 

0. FOREWORD 

0.1 This Indian Standard was adopted by thejBureau of Indian Standards 
on 23 July 1987, after the draft finalized by the Non-Destructive 
Testing Sectional Committee had been approved by the Structural 
and Metals Division Council. 

0.2 Examination according to this standard may be carried out on all 
ferromagnetic objects in the raw material stage as well as in the semi- 
finished/finished stages of the components/assemblies made out of such 
raw materials. 

0.3 This method of flaw detection is not recommended in such cases 
where the subsequent process/end-use of the objects does not permit the 
presence of even slightest residual magnetism. 

0.4 In the preparation of this standard, assistance has been derived from 
the following publications: 

a) ASTM A 275-1983 Standard method for magnetic particle 

examination of steel forgings 

b) ASTM E 709-1980 Standatd recommended practice for magnetic 

particle examination 

c) ASME Boiler and Pressure Vessel Code, Section V. 

0.5 For the purpose of deciding whether a particular requirement of 
this standard is complied with, the final value, observed or calculated, 
expressing the result of a test or analysis, shall be rounded off in accor- 
dance with IS : 2-1960*. The number of significant places retained in 
the rounded off value should be the same as that of the specified value 
in this standard. 



1. SCOPE 

1.1 This standard covers the method of wet magnetic particle examina- 
tion, using colour contrast ( visible ) as well as fluorescent particles held 
in suspension in a carrier liquid, for detection of surface as well as sub- 
surface discontinuities in ferro-magnetic materials. 



•Rules for rounding off numerical values ( revised ). 
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2. SURFACE PREPARATION 

2.1 This method of examination Is most suitable for objects having 
smooth surfaces namely, machined, ground, polished, etc. Very rough 
surface is not desirable as it causes to increase the background whereby 
the contrast of the flaw indications is reduced considerably. 

2.2 The surface to be examined shall be free from foreign materials, 
such as oil, grease, dirt, loose rust/scales, etc, so that the detection and 
interpretation of flaw indications during the examination is not adversely 
affected. The methods used for cleaning and preparation of the surfaces, 
such as degreasing and solvent/mechanical cleaning, shall be compatible 
with the material and finish of the objects. 

3. MAGNETIZATION OF OBJECTS 

3,1 Generation of Magnetic Fields — The following methods may be 
used for generating the magnetizing field: 

a) Permanent magnetic/electromagnetic yoke, 

b) Current carrying coils of known number of turns, 

c) Wrap-around coils, 

d) Central conductor carrying current, and 

e) Direct passage of current through the part by contact ( clamp ) 
method. 

3*2 Type of Magnetizing Currents — Alternating current, half-wave 
or full-wave rectified direct current shall be used for generation of 
magnetizing field. While AG is suitable for detecting only surface 
cracks ( such as fatigue cracks ), DC/HWDC shall be used for detecting 
surface as well as sub-surface dis-continuities. 

3.3 Method of Magnetization 

3.3.1 Residual Method — In this method, the magnetic particles shall 
be applied to the surface after the magnetizing field or magnetizing 
current is turned off. This method is recommended only for material 
having high retentivity where the residual magnetism is sufficient to give 
rise to a leakage flux which is strong enough to facilitate the formation 
of flaw indications. If the formation of the particle patterns is not clear 
enough, it will be necessary to resort to continuous method as in 3.3,2 
below. 

3.3.2 Continuous Method — In this method, the magnetizing field or 
the magnetizing current remains continuously present during the applic- 
ation of the magnetic particles suspension. To avoid washing away the 
lightly held indications by the force of bath stream, the magnetizing 
current shall be continuous for a few seconds even after the bath is 
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withdrawn from the part being tested. In the case of materials with 
low retentivity, the continuous method is recommended in preference to 
the residual method. 

3*4 Directions of Magnetization 

3.4.1 In Order to obtain a leakage flux of maximum intensity from a 
certain discontinuity^ the magnetizing field lines shall have to intersect 
the discontinuity at 90°. The maximum leakage flux intensity thus 
obtained gives rise to a strong and clear magnetic particle pattern lead- 
ing to the detection and characterization of the flaws. Therefore, the 
direction of magnetization shall be so chosen that the anticipated dis- 
continuities in the vulnerable locations are oriented perpendicular to the 
magnetizing field. 

3.4.2 Each component or its portion thereof, shall be examined by 
magnetizing in a minimum of two mutually perpendicular directions, 
achieved by a suitable method including the use of wrap-around coil 
( the coil being oriented in two directions such that the axis of the coil 
in one direction is perpendicular to the axis of the coil when it is posi- 
tioned in the other direction ), yoke, etc. 

3.4.3 For generating the field directions, the following methods shall 
also be used: 

a) Circular Magnetization — The circular magnetization can be 
achieved by passing current through the object ( adequate care 
has to be taken in clamping the contact to prevent arcing ) or 
through a central conductor ( in the case of hollow tubular 
components ), When Prod method is used, non-flammable 
carrier liquid shall be used. 

b) Longitudinal Magnetization — Longitudinal magnetization can be 
achieved by holding the component/objects in the field of a 
current carrying coil ( with the part being positioned parallel 
and/or perpendicular to the axis of the coil ). The field of the 
coil is eflfective only for an axial distance of 6" from the edge of 
the coil, and therefore, longer parts shall be examined by 
magnetizing in suitable number of portions. 

3.4.4 Magnitude of Magnetization — ( see also IS : 3703-1980* ). The 
magnitude of magnetization shall be chosen such that: 

a) a minimum leakage field of 40 gauss is induced on the surface 
being examined, or 

b) the strength of the magnetic field is arrived at as detailed in 
Appendix A, or 

♦Code of practice for magnetic particle flaw detection {first reiision ). 
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c) the artificial defect ( such as slot of known depth, etc. in the 
reference block, prepared by simulating the specific object being 
examined ), is detected. 

4, MAGNETIC PARTICLES 

4.1 The following types of magnetic particles meeting the requirements 
of IS : 6410-1971* shall be used for the wet magnetic particle examina- 
tion. 

4.1.1 Colour Contrast ( Visible ) Type — This type shall consist of 
particles having different colours that give rise to the indications provid- 
ing sufficient contrast with respect to the background/colour of the 
surface being examined. The colour of the particle shall be so choosen 
that a good contrast is obtained with respect to the background when 
observed in white light. The flaw indications developed by these parti- 
cles are seen by virtue of the quantity of the accumulated particles aided 
by the colour contrast. 

4.1.2 Fluorescent Type — This type shall consist of magnetic particles 
coated with fluorescent dye. Such dyes when excited by ultraviolet 
radiation undergo electromegnetic absorption and subsequently emit 
light in the visible spectrum. Thus, when illuminated by an ultraviolet 
source, these particles exhibit a yellow green glow. Therefore, even 
when only a minute quantity of the particles are retained by the leakage 
flux due to a flaw, its presence is revealed aided by the luminescence of 
the particles. As a result, the detection of minute particles patterns 
arising out of very fine defects can be achieved which thus culminate in 
an enhanced flaw sensitivity. 

4.1.3 The magnetic particles shall exhibit high permeability and low 
retentivity with correct size range. 

4.2 Particle Bath Constitution 

4.2.1 Carrier Fluid — A carrier fluid, such as water or a light petroleum 
distillate hke kerosene, shall be used for making the suspension of the 
particles. Fluid used as a carrier for fluorescent particles, shall neither 
exhibit any fluorescent phenomenon nor shall have impurities exhibiting 
or quenching fluorescence, in the ultraviolet excitation range. The 
medium shall be non-toxic. 

4.2.1.1 Whenever light petroleum distillate is used as carrier fluid, 
it shall conform to IS : 6410-1971*. 

4.2.1.2 The carrier liquid should not affect the component to be 
tested. vVhenever water is used as carrier liquid, suitable rust preven- 
tives should be added in water. 



♦Specification for magnetic ftaw detection inks and powders, 
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4.2.2 Bath concentration shall be according to IS : 3703-1980* and as 
detailed in Appendix B. 

4.3 Application of the Particle Suspension — The suspension shall 
be applied to the surface either by spraying or pouring it over the areas 
to be examined. In the residual method, the magnetized part may be 
dipped in a well agitated bath of the particle suspension. 

4.4 Bath Temperature — The temperature of the wet particle 
suspension and the surface of the part being examined shall not exceed 
135°F (57"G). 

5. VIEWING CONDITIONS 

5.1 Colour Contrast ( Visible ) Particles Examination — The 

area of the examination facility shall be well lit either by natural lighting 
or by using suitable bright light sources so as to facilitate a comfortable 
viewing of the particle pattern. 

5.2 Fluorescent Particle Examination 

5.2.1 The examination facility shall be suitably enclosed to provide a 
dark area on the surface being examined. The personnel carrying out 
the examination shall have to undergo dark adaptation before the 
examination is begun. 

5.2.2 The ultraviolet source used for the examination shall have a 
spectra with its peak intensity at a wave length of 3 650 A. The ultravio- 
let source shall be capable of providing a UV illumination of 800 
microwatts per cm^ on the surface to be examined. 

6. INTERPRETATION AND EVALUATION OF INDICATIONS 

6.1 Areas on the surface showing an accumulation of the particles shall 
be regarded as the indications that are to be interpreted and evaluated. 
The intensity of the particle pattern, its shape and orientation, the 
nature of the material from which the part is made and its process 
history, etc, help in arriving at a proper interpretation of the indications. 

6.2 Relevant Indications — The particle patterns which have resulted 
from material discontinuities shall constitute the relevant indications. 
The itidications due to surface discontinuities are normally characterized 
by sharp distinct and tightly adhering particle patterns. The sub-surface 
discontinuities, on the contrary, produce less distinct patterns which 
form rather broad and relatively loosely held particles patterns. The 
width of the subsurface discontinuity indications varies with the depth 
of its location below surface. Correct interpretation of the pattern 
requires a certain skill on the part of the operator. 



♦Code of practice for magnetic particle flaw detection {first revision ). 
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6.3 Non-Relevant Indications — These indications are particle 
patterns that arise out of extraneous factors than due to the material 
discontinuities. Such non-relevant indications are due to magnetic 
writing, changes in sections/threaded areas/grain boundaries/drainage 
lines/edge effect, etc. 

6.4 Any indication that is believed to be non-rekvant, shall be regarded 
as a relevant indication until the indication is eliminated by surface 
conditioning or it is re-examined by the same or other non-destructive 
means and demonstrated to be non-relevant, A basic knov^ledge of 
material, processing and component design is essential to arrive at a 
proper decision. 

7. DEMAGNETIZATION 

7.1 The components after magnetic particle examination are likely to 
retain some amount of residual magnetism. The requirement, if any, 
and the level of demagnetization shall be specified in advance and the 
demagnetization shall be carried out wherever called for, by suitable 
means. As it is difficult to check for the removal of the residual magne- 
tism from the circumferentially magnetized parts, reorientation of the 
circular field into longitudinal field shall have to be achieved by longitu- 
dinal magnetization, prior to demagnetization. 

8. CLEANING 

8.1 After the magnetic particle testing is completed, the components are 
cleaned of magnetic particles by suitable methods. 

9. ACCEPTANCE STANDARD 

9.1 The level of acceptance of the discontinuities detected by this method 
of examination shall be decided by the concerned purchaser and the 
supplier, based on the functional requirement of the parts and the 
feasibility of its manufacturing. 

9.2 Wherever necessary an indication can be preserved by the use of 
photography, adhesive tape, clear shellac, etc. 
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AP PENDIX A 

[ Clause 3.4.4 (b)] 

GUIDELINE FOR SELECTION OF STRENGTH OF THE 
MAGNETIZING FIELD 

A-1. GENERAL 

A-1.0 In order to produce satisfactory indications, the magnetic field 
induced in the part must have sufficient strength. The factors such as 
size, shape, material of the part and the method of magnetization affect 
the strength of the induced field. The exact strength of the magnetizing 
field required to induce the requisite field for revealing a certain defect 
can be best arrived at by experimenting v^ith parts having known defects. 
However, the following general rules shall be useful in most of the 
occasions. 

A-1.1 Circular Magnetization 

a) For an overall circular magnetization, the magnetizing current 
may vary from 300 to 900 amperes per 25 mm of diameter/ 
thickness ( or per 25 mm of greatest width in a plane at right 
angles to current flow ): 

1) For diameter/thickness up to 125 mm ; 28 to 36 amperes/mm 

2) For diameter/thickness above 125 to 250 mm : 20 to 28 
amperes/mm 

3) For diameter/thickness greater than 250 mm : 12 to 20 
amperes/mm 

b) For prod method, the distance between the prodst are generally 
limited between 100 to 200 mm and the current requirement is 
in the range 90 to 110 amperes per 25 mm prod distance. 

A-1.2 Longitudinal Magnetization — The field -strength in a part 
being magnetized in a coil is determined by the ampere-turn of the coil 
and the length ( L ) to diameter { D ) ratio of the object: 

The field strength can be calculated as: 

a) When the cross section oT the part is more than 10 percent of 
the cross section of the coil: 

The field strength shall be worked out based on the formula 

45 000 , ^ 

— j-rjr — ampere-turns, and 

b) When the cross section of the part is less than 10 percent of the 
cross section of the coil: 
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4 300 R 



The field strength shall be worked out as L ainpere- 

turns, where ^R' is the radius of the coil. 

Note — Calibration of the equipment shall be done in accordance with 
Appendix C. 



APPENDIX B 

( Clause 4.2.2 ) 

PROCEDURE FOR ESTIMATING THE BATH 
CONCENTRATION 

B-1. PROCEDURE 

B-1.0 The following procedure shall be adopted for ascertaining the 
strength/ concentration of the bath. 

B-1.1 Churn the bath thoroughly by suitable means so that the settled 
particles, if any, are dispersed into a uniform suspension. 

B*1.2 Collect a 100 cc sample of the suspension, by the same process 
with which the suspension is applied on the component, into a tapered 
graduated centrifuge tube. 

B-1.3 Demagnetize and allow the above sample to remain undisturbed 
for 30 minutes and note the volume of the particles settled into the 
bottom of the centrifuge tube. For colour contrast ( visible ) particles, 
the volume of the settled particles shall be \'5 to 2'0 cc and for the 
fluorescent particles, the volume of the settled particles shall be 0'2 to 
0*4 cc. 

B-1.4 If the bath concentration does not conform to the above range, 
and either the particles or the carrier liquid to make up the difference 
and repeat the procedure as above till the concentration is within the 
required range. 
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APPENDIX C 

( Clause A-1.2 ) 
CALIBRATION OF EQUIPMENT 

C-l. FREQjUENCY OF CALIBRATION 

C-Ll Each magnetizing equipment shall be cahbrated at least once a 
year or after each time it has been subjected to a major electrical repair, 
periodic overhaul, or damage, 

C-2. CALIBRATION OF AMMETER 

C-2.1 The ammeter of the equipment shall be calibrated by comparison 
to that of a central test meter with shunt or current transform.er arrange- 
ment connected so as to monitor the output current. The reading in 
the ammeter of the equipment shall not deviate by more than ± 10 
percent full scale relative to the actual current value as shown in the test 
meter. 

C.3. CALIBRATION OF YOKES 

C-3.1 The magnetizing force of the yoke shall be calibrated by deter- 
mining their minimum lifting power. Each alternating current electro- 
magnetic yoke shall have a lifting power of at least 4*5 kg at the 
maximum pole spacing at which it is used. The direct current for 
permanent magnet yoke shall have a lifting power of at least 18 kg at 
the maximum pole spacing at which it is used. 

C-4. CHECKING OF ULTRAVIOLET LAMPS 

C-4*l Ultraviolet lamps shall be periodically checked for consistency in 
output light intensity. 
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INTERNATIONAL SYSTEM OF UNITS { SI UNITS ) 



Base Units 

Quantity 

Length 

Mass 

Time 

Electric current 

Thermodynamic 
temperature 

Luminous intensity 

Amount of substance 

Supplementary Units 

QlTANTITy 

Plane angle 
Solid angle 

Perived Units 

QtJANTITY 

Force 
Energy 

Tower 

Flux 

Flux density 

Frequency 

Electric conductance 

Electromotive force 

Pressure, stress 



Unit 



Symbol 



metre 


m 


kilogram 


kg 


second 


s 


ampere 


A 


kelvin 


K 


candela 


cd 


mole 


moi 


Unit 


SYMBOIi 


radian 


rad 


steradian 


sr 


Unit 


Symbol 


newton 


N 


joule 


J 


watt 


W 


weber 


Wb 


tesla 


T 


hertz 


Hz 


Siemens 


S 


volt 


V 


pascal 


Pa 



Definition 

1 N - 1 kg.m/s» 
1 J - 1 N.m 

1 W = IJ/s 
1 Wb - 1 V.S 

1 T = 1 Wb/m« 
1 Hz = 1 c/s (s-»> 
1 S = 1 A/V 
1 V « 1 W/A 
I Pa - 1 N/m» 



